Procedure of Tosoh device for hormones


[bookmark: _GoBack]1-turn on machine
2-fill in the substrate volume 50ml
3-replace alcohol with substrate 
4-place STD cup in position 2 and start washing
5-press Assay monitor
6-put your sample then run



